TUCSON POLICE DEPARTMENT
CRIME LABORATORY /b\.\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000
inspection, and having performed such inspections on Intoxilyzer 5000

—_--'--. . i o %
. Serial # qﬁ%emhes by her signature:

on _5/5/0% . witharesultof 0.02&AC. 0 .079AC.

3

and on 5//?/5"-/ with aresult of 0.087 AC. O0.0&1AC.

this instrument was tested with a known alcohol reference standard.
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to _0.090 AC) . as defined by R9-14-404 A3,

No problems were reported concerning this instrument between these

(hore Ata_

[rene Doran

two dates.

ADPS QAS Permut #QAS 29586 (issue date 01/08/2004

SUBSCRIBED AND SWORN to before me




A
EXHEIBRIT Q *5'?5"

THIE REPOQET PREPARED FPURSUOANT TO DUTY IHPOSED BY
AA.C. BRI-14-404 (A}

ARTZOWA DEPRARTHENT OF HEALTH BERTICES

STANMDARD QUALITY ASSURANCE 'E‘RGCE'._.:L-_H,EE/(I'\
INTOIILYZER HODEL 5000w \I

AGENCY TUCson Polices GA SPECTALIST Lff{ﬂf D{jr"‘ﬂﬂ }7£é’ 33/
{Print Yama) T

INTOXILYZER SERIAL ﬁ&(pﬂﬁﬁﬁfﬁcﬂ# LOCATION £A7

patz__May 5 5 200 TIME yaziele.

[k

DIAGNOSTIC TESTS
oWV Test check. = =

ng shnaould be betwesn 200 a

ull ﬁﬁ etci Py Lad
28600 Mode selection switch 52 ony 5k and 53 aoff or
keyboard menu selection "H". Reading is » %2/ .

o i Display Test check. Mode seslectian switch 51 on and 352
and 53 off or keyboard menu selsction "V".

=K Drifntar Test chack. Mode sslection switch 51, 52, 53
&Ef or Keyvbodrd menu saléction "B

KT Clock tims check. Mode selsction switch S10 en o
keyboard menu sslection "E". ;

N Date check. Mode zelection switch 51l on or Xeyboard
menuw selection "E"

OCEERATIONAT. TESTS
Alcohol free subject Test result 0.000 AC
rror recognition leogic system functioning

Invalid teszft printed
Praper sampls recognitlion system
Invalid sample printedas
; Deficient szpple printed&ser
- Completszness of sample purge with cellsction tubexs=
h;fﬂ:: Calibration standard D.{EE%& AC
Results: 0. 8FEAC D~D?"?/AF’C._ ‘/

Instrument operating properly and accurately. YESSI NO__

g

COMMENTS :

il | i)
SICNATURE M Mﬁ
i
Q. lechol concentration standard collected for subsaguent
=1

nalysis. ==

*WITH OR WITEOUT VAPOR RECIRCULATION AND WITE CR WITHQUT KEZYESO0ARD
**THIS STEP IS ONLY REQUIRED IP THIS DEVICE IS BEING USED FOR
8AMPLE CAPTURE.

DHS/DSLS/Form C117(Rev.7-23)
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Tucson Police Department Crime Laboratory/b\)\
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EXHIAIT P

THIS REFPORT PREPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. RI-14-404(A)

ASIZONA DEPARTHENT OF HEALTH HSERVICES

STANDARD QUALITY ASSURANCE PROCEDUHES
INTOXILYZER MODEL S000=*

BTANDARD CALTIBRATION CHECX PRDCEDUREﬁﬁﬂ

ﬁgencf Tugcsen Police Departmeniy Date %_/(‘.3/0{7[ Tinme {@71&‘:}

Intoxilvzer Serialf {_,,gf;fa% gé;z#"Locatlon /AR
QA Specialist Lrrnc 2 7] =33/ =3
(Print Name)
(#Fe) L. Pour a =tandard alcchol solutien of known wvalue into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has bheen made.

standard value: 0.0£0 A

(&) 2. Turn on the simulator and allcw the temperature to
reach 349C+.2°C.
Lgﬁfﬁ 3. Set Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #9 on or selecting "C"
on keyboard menu.
(o r 4. Attach simulator to the simulator entrance port an
Intoxilyzer.
Ao Le«sT 5. Tntoxilyzer 5000 display reads "READY TO START! ox
WDUSH BUTTOH".
P~ 1—P43” 6. Push Start Test button or press enter on keyboard.
b pesT 7. Insert card in response to display.
Pt 8-  ALr blanx completed.
O 2 Calibration CﬂEC%PuuﬁU ted.
_e.st results O frnt-ijﬂ aCc
—Pa5tFq—) 10. Alr blank completed.
it L1. When display reads Test Complete remove evi idence cazrd.
Attach the card te the completed checklist.
45t 12. Return mode celection switch #9 to off position after
all calibration checks are complete or type Q and enter

. on—ayboard.
SIGNATURE @WU’/ ngaﬁzd/r—
=

*WITHE OR WITHOUT VAPGR RECIRCULATION AND WITE CR WITHOUT XEYEBOARD

it
=y
1]

DHS/DSLS/Form Clls (Rev.7-33)




ZEELITT G

TEIS REPORT PREPARZD PURSUANT TG DOTY
;
Fat

H9-14-404 (2)

[

LT H2MT U L S
STANDARD QUALITY ASSQHANCE PROCEO0EZES
IHTOIILYZZER HMODEL 500g= /@\
agmiicy Tucson Police oa sezecianist /Jypms Dﬁﬁzq@@féxi\
(Briic Hama)
INTOXILYZED SERTAL # (@ -003327F LOCATION Diﬁ:‘“ HO
oate__Mpy /9C 15 2ot TIME_[233 S0 =5 )
— s . T D
—£A Display reads "RI:DY TO START!" or "2UsH ZUTION TO Staam
BEGET T T IR o o TR N e T
RIAGHNOSTIC TEETS
(2 el DV Test chack. ing should G=
.800. Hode sa2l SWlikcH 52 0n
kx=vbaard manu igne "H". H=zadi
- ﬁ Disnlay Test chack. Yaoda szlaction
and S3 aff or ¥aybozmd meny sa2lscilon
Eéﬁ#’_ Princar Test check. Hode selectian
ifj?:}-—/‘f' gff o= keyboard menu sslegtiogn "2V
Clock time check. Hode salsction switch S10 on oz
kevbosrd menu selsctiogn "IN,
J’Q_H DeTe chz=ck. HMods sglaction switch Si3 en gr kxevhgs—d
manu sslsction “E"
QETREATTONAT, TESTS
1:57’%“"! 2lcofcl fres subjact Test result 0.000 AC
i Error recognitlon loglc syscem funciloning
Invalid test printed
& Yroper samples recognition system
' Irnvalid samplas printed~dAJ
Deficient sample printedudy
N/SA Comglstenass of sample purge with collaction tubaks
o Calih?at'mn standard 0. 050  AcC
\ Results: (8 % i 0- O/ AC
Instrument opsrating properly and accuratsly. YER-NO

COMMENTS : ﬁrﬂHGV?Jf 4%@?ﬁ¥' Jﬁﬁﬁ?"”zﬁﬂii

= fa
SIGNATURE H@i’/)uf Kyf@) e —

Q.[g!k alcohal concentration standard collectaed for subsequent
analysis.x» '

R

*¥ITE OR WITEQUT VADOR RECTIRCULATION AND WITE OR WITHOUT XKEZY¥BQARD
**THIS STEP IS ONLY REQUIRED 1F TEIS DEVICE2 IS BEING USED FOR
SAMPLE CADTURE.

DHS/DSLE/Form CLlL17(Rew.7-33)




Tucson Police Department Crime Laborator

Y

h

= N

—— |

SOMIL AT R SREL O3

ES HTANIH TRBANHLSH) (HAZ TR0

eI L TR RICEMAAIPCE T K

ool i Mnpeel G

(o MILNTE ENWFIEASNY GHIZATIXDEN

¥/~ .:.mm_ E —

A

[

I b T A IR TYMOELI0TY =

—ee CIARTSHD AU S
SIS
ESTE] R EEILL i
1
_.H..m"mq Boa -t HHETE HId
B851ET 5= AZXIHI "H3D
BGRET EEE " ANETIE WIH
AHT L AN DY S 1531
mmuﬂﬁ e 61-C0
LAEEEAEA-99 . HI - BEgs JMQQ: 24
= CHFEZATIHHE NOHO3Y - HIZATISOLMI.

IHINLEEA30 3017904 IDHUDH

HOETH 10

SRToeag o e

Hzmzpmmmmq muHJam HosaNnl

f

GG e aen .n_mxz¢4m 1Y

- e ﬂnarﬁ_Lq-xumxu R [
J AgIET" AEA " "MMHAE HIH
S AT MJJI} QG ~ ke ,ﬂ = i
o SR T .;!Lﬁ&wxmﬂxmm

AEECHA- mm:zmA”wJ!mmmm¢4mnn: pal

= HARE J¢z¢;4QIQMJﬁnu MEZATTROLHT

—

q




|
q

529

P

EX=SraIT F

THEIS REPORT PREPARED PURSUANT TO DUTY IMPGSED BY
A.A.C. R5-14-404(3)

ARTZONA DEYAHTHENT OF HEALTE SERAVICEH

STANDARD QUALITY ASSURANCE PROCEDURES
IHTOXILYZER MODEL S000*

BTANDARD CALIBERATION CEECKX PROCZDURE

Agency _Tucson Poglice Department Date i//{(-/ﬁ}\'f Tis géi

Intoxilyzer Sa:ialf{iﬁ?ﬂﬂ;*‘ﬂ:’ﬁii&% Lacatlion DIVEE f/{?
Qi Specialist _T»r@rlc [lamis] 33/ )

Y (Erint” Nazme)

g

(243 1. Pour a standard

alcaohol solution of known wvalue into a
clean dry simulator jar and assemble the simulator.
Tnsure that a tight s=al has bsen zZade.
Standard value: 0. o AC

{po} 2. Turn on the simulatar and allow the tsmperature to
reach 342E€L;29C.

log—) 2. seC Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or sslecting "CU

on kKeyboard menu.

5

Btiach =imulator to the simulator entrance port on the
Intoxilyzer,
Intaxilyzer 3000 display T
HBUSH, BUTTON",

. Push Start Test button or press entar on keyboard.
insert card in responsa2 to display.
Air blank completed.

. calibration check completed.
Tast results 0.0F/ *0. 08| ac

s WREADY TQ START! ar

L

2

1

4
i
i3

“CtP<s-) 10. Alxr blank completsd.

L) 1l. When display reads Tsst COE

o) te remove ewvidence card.
Attach the card ta the comp ad checklist.
(=] 12. Rehurn made splaction switch #9 to off position arfter

- 211 calibration checks are complets or Type Q and enter
yogard.

=1
=
b

SIGHATURE

+FITE OR WITHOUT VAPOR RECIRCULATION AND ¥ITE OR WITEQOUT XEYSO0ARD

DHS/DSLS/Form Cll6 (Rew.7-33)




